[A method of measuring the triboluminescence of blood using the TRA-2 rapid analyzer].
The procedure of triboluminescent analysis of blood lipid peroxidation processes using TRA-2 express analyzer is described. 0.02 ml of the blood is sufficient for analysis that takes 40 seconds; all the measurements are automated, no laboratory assistants participate here; no special chemical reagents are necessary. Results of laboratory clinical trials evidence good prospects of employing this method for the differential diagnosis between oncologic and inflammatory diseases.